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Metals, alloys, ceramics and polymers have found widespread applications in 
orthopedics and dentistry. The selection is limited to some Systems: Ti, Ti alloys, 
stainless steels, Co alloys, alumina, zirconia, carbon and ultrahigh molecular weight 
polyethylene [l], for reasons of compromising various requirements. The selection 
criteria are dictated by two global aspects of biofunctionaliy and biocompatibility 121. 
Ability for load bearing, fracture resistance, modulus of elasticity or fatigue resistance 
are e.g. some elements of the required biofunctionality, which are reasonably 
pertinent volume properties of the material. But the interactions that occur when 
foreign biomaterials come into contact with the biological environment, are of 
superficial and interfacial nature, and the surface and subsurface properties of the 
material are the factors that determine such events. A vast majority of complications 
and failures in clinical use of biomaterials is related to this phenomenon of 
biocompatibility. 
All materials have non-zero corrosion rates. Surface breakdown and particulate wear, 
fretting, and fatigue debris generated at the articulating interface are additional 
mechanisms contributing to an enhanced ion release. The ion release gradually 
destroys the material and its function and may mediate local, remote, and systemic 
site metabolic, immunologic and carcinogenic processes [3,4]. A low level of ion 
release could be severe if it continues over long periods of time. Preferentia! 
accumulation and enrichment of metallic ions in various Organs have been reported 
[5,6]. There is strong evidence for the connection between the ion release and the 
biological consequences, like changes in cell proliferation [7] and extracellular matrix 
[8], and inhibition of apatite formation [9]. The wear debris appear to be correlated 
with the osteolysis [10]. Current surgical biomaterials contain more than 35 metals 
[ l l ] .  At least ten metals, including Co, Cr, Ti, Ni, and Pb are considered as chemical 
carcinom. Ni and Co are important alIergens, with Ni allergy being one of the most 
common hypersensitive responses. 
Bioactive materials, e.g. some type of ceramics and glasses [12-171, induce direct 
bonding to tissues. The bonding rate can be optimized to allow strongly adherent 
bond to be formed with both hard and soft tissues [13,18]. Of great interest has been 
the use of bioactive material coatings to impart metallic materials biocompatible 119- 
221. An important bioceramic coating is hydroxylapatite. Its deposition, preferrably 
by plasma Spray [15,23-261, on porous metal surfaces is used for fixation of 
orthopedic prostheses. The mechanical strength of the bonded interface even exceeds 
that of the bone [14,27-301. But most failures observed [l2,3 11 involve cracking at 
the coating - metal interface. Porous or fiber coated materials [32,33] follow the Same 
intention. These materials have high specific surface areas with enhanced propensity 
to produce high release rates of corrosion products. 
There are conflicting microstructural and compositional requirements for improving 
mechanical properties and corrosion resistance. For instance, the corrosion resistance 
increases with decreased propensity for forming grain boundary carbides, which are 
preferentia1 sites for intergranular corrosion. But microstructures with carbide free 
grain boundaries are associated with markedly reduced yield and tensile strength [34]. 
A minimum chromium concentration of 12 % is required for steel to develop a 
passive film of chromium oxide necessav for corrosion resistance [35]. A Cr content 
above 28 % leads to the precipitation of grain boundary chromium carbide (Cr2&) 
and and a chromium depletion in a Zone adjacent to the carbides. The chromium 
depleted zone, acting as anode, encourages a localized intergranular corrosion. 
Stainless steel3 16L is strengthened by cold working to achieve fatigue resistance, but 
the process reduces ductility [I]. The segregation of interstitial impurities, such as 
nitrogen, to dislocations is a mechanism to raise the yield Stress by pinning 
dislocations. However, the solid solubility e.3. of nitrogen in iron is limited to a level 
lower than would be effective. These few examples provide evidence for searching 
alternatives, and one such strategy is the surface modification to impart additional 
properties without sacrificing important bulk properties. 
Recent experimental results provide indications of molecular and cellular elementary 
processes that govem the earliest stage and the evolution of the interactions biological 
environment - biomaterial surface. Variable (in composition, contamination, surface 
energy and charge, and topography) surfaces produced by different preparative 
procedures induce variable initial cellulare response [10,36-401. The surface 
characteristics are considered to mediate the biological activity through adsorbed 
protein films [41,42]. The initial attachment of bone cells to prosthetic materials has 
been shown to be mediated by the adsorption of vitronectin, a serum glycoprotein 
[43]. The uptake of ca2? and (PO,)'- ions from the body fiuids was Seen for passive 
oxide films on commly used surgical materials, like Ti, its alloys, and stainless steels 
[44]. The formation of hydroxylapatite appears to be one essential step in the 
biomineralization process for tissues to be bonded to foreign materials [13,45,46]. The 
lack of fundamental kowledges of the interfacial interactions, both on molecular and 
cellular level, appears to be one obstacle to developing more advanced materials [47]. 
Ion beam techniques offer beneficial aspects, which may well be significant for 
studying and processing biomaterials, These are (1) controllable tailoring of surface 
composition, microstructure, stress state, porosity, topography, (2) no interfacial 
problem of adherence or thermal mismatch, (3) negligible dimensional and 
appearance change, (4) no elevated temperature, (5) extended range for solid 
solubility and atom size mismatch, (6) extremely high quenching rates for forming 
non-equilibrium phases. The acceptance of ion beam techniques has been 
demonstrated by successes of the industrial treatment of titanium alloy surgical knee 
prostheses [48,49]. 
The present review summarizes reported results on ion beam treatment of metals and 
alloys with implication for biomedical applications, The focus is placed on evaluation 
regarding electrochemical behaviour and tribomechanical properties of surfaces 
brought about by energetic ions. The material sience aspect is emphasized, As data 
on typical biomaterials are very limited, the consideration includes some other metals, 
alloys and ceramics for better understanding of the underlaying principles. The 
microtexturing [50,5 11 is not considered. 
2 Aqueous Comsion 
The ion release from biomaterials into the biological medium is closely related to the 
corrosion properties of the former. The effects of ion beams on the electroehemical 
behaviour of metals and alloys have been studied extensively for aerospace and t0d  
materials, and to a lesser extent, and onfy very recently for biomaterids. All t h ~  
traditional concepts for the enhancement of aqueous corrosion resistance of metals 
and alloys can be achieved by ion beam treatment, including 1) corrosion-batrier 
coating, 2) cathodic reactions, 3 )  anodic reactisns, 4) passivation. New a~pr?cts 
brought about by ion beam processing involve 5 )  surface charge tailoring, 6) surface 
microstructure, 7) film adherence, porosity and stress. Results on strengthening thl; 
corrosion resistance by ion beam treatment are csnsidered in the fkdow'ing aiong 
these lines. 
2.1 Nitrogen Implantation 
Some meta1 nitrides, carbides or borides are sparingly soluble in aqueous solutions. 
The beneficial effects of nitrogen as an alloying element in steels are well known 
regarding mechanical and corrosion properties. The electrochemical behaviour of 
nitrogen implanted surfaces has been studied on some surgical and dental materials. 
Williams and Buchanan [52,53] have tested corrosion and wear resistance of Ti6A14V 
implanted with nitrogen. To simulate the working situation of an artificial hip joint, 
the sample was rotated in a saline solution between two loaded conforming 
polyethylene pads with the sample surface periodically contacting the solution. The 
sample was anodically polarized and the resulting corrosion current, a measure of the 
rate of material removal was measured. The result was spectacular in that the current 
dropped by some 2-3 orders of magnitude. Similar results were reported also by 
Dearnaley [54]. It was suggested that the effect originates from a surface hardening 
which alleviates surface abrasion, thus preventing a damage of the corrosion 
protective layer. But the surface chemistv and the microstructures seem to interplay. 
Greenwald et al. E551 compared N and N + 0 implantation in Ti6A14V by conducting 
corrosion test in Ringer's solution at 37 "C. In both cases a marked improvement in 
corrosion resistance was observed. The corrosion potential of N-only implanted 
surface was initially identical to that of unimplanted surface and drifted slowly 
towards the noble value of the N + 0 implanted surface, indicating a passivating 
process that occured upon exposing to the solution. Nitrogen implantation [52,56-681 
leads to the formation of fine TIN precipitates (1 0- 150 nm in diameter) and dissolved 
nitrogen. Epitaxial growth of TiN, , was observed on thin Ti films by implanting N 
[69]. There are data [64,67,70] which suggest that a nitrogen containing T i0  film in 
place of the usual TiO, develops on the surface and that oxynitride bonds are present 
in the implanted layer [58,61,62]. A ma~elIously improved resistance to standard 
etchant solutions has been reported for Ti6A14V implanted with nitrogen[49]. 
Nitrides of other metals, like Fe, Cr and Al have been identified after N implantation 
into stainless steels [71-741, hard chromium coatings [75-781, and Al and Al based 
alloys [79,80] and they all showed resistance to corrosion. The effects that CrN and 
Cr& resulted from the implantation of nitrogen into hard Cr coatings, are harder 
than Cr and the compressive state is created by implanted ions provide a mechanism 
of closing of microcracks. The improved corrosion resistance apeared to relate to this 
phenomenon [75-781. 
Co-Cr based alloys are traditional standard materials in orthopedics for their extreme 
hardness and wear resistance. The ion release by corrosion is critical for reason of 
toxicity and carcinogenic nature of the alloy components (mainly Co, Cr and Ni 
ions). Nitrogen implantation was shown to be v e y  effective in increasing the 
corrosion resistance of Co-Cr based alloys [48]. The effect was identified to originate 
from the formed chromium nitride achieving self passivity at the corrosion potential. 
A preceedinc N implantation beneficially affected the gas nitriding [SI]. For instance, 
25 keV N' implantation enhanced the thickness of the nitriding layer on AIS1 316 
stainless steel by about 40 Yo. 
2.2 Noble Metal Implantation 
Surface alloying with noble metals allows the corrosion process to be controlled by 
three basic mechanisms. The first mechanism relies on the enhancement of the 
cathodic process which is able to produce a mixed corrosion potential being markediy 
more positive than the critical potential for passivation of the base metai. The 
catalytically promoted cathodic process provides so ready conditions to passivate the 
base metal, should the protective layer be damaged. This type of improvement of 
corrosion resistance has been demonstrated by implantation alloying. Noble metal 
implants studied so far include Au [82], Pt [83,84], Pd 185,861, Rh [82], and Ir 
[87,88]. The beneficial aspect of the ion bearn alloying appaers to be the 
concentration level and the uniform dispersity which are difficult to achieve in a 
traditional bulk-alloying process. The active dissolution of Pd implanted titanium in 
boiling 1 M H,SO, was found by Hubler et al. [85] to be reduced by about three 
orders of magnitude. Galvanic couples formed by surface Pd and base Ti resulted in 
corrosion potential more noble than the critical potential for passivation of Ti. In 20 
% H2SO„ the protective TiO, layer dissolves and Ti corrodes actively. Ti surfaces 
implanted with Pd, as demonstrated by Ensinger and Wolf [89], became passivated 
in the Same solution with negligible corrosion during 80 days. The time limit was 
given by the thickness of the surface alloy achievable by ion implantation. An 
unimplanted sample survived hardly some hours. In concentrated saline solutions at 
high temperatures, Ti and Ti alloys suffer from crevice corrosion [90]. Munn and 
Wolf [86] reporied the powerful resistance of a Pd implanted Ti surface to crevice 
corrosion. With a moderate ion dose of 1 X 1 0 ' ~ / c m ~  of Pd at 200 keV, a Ti surface 
has been shown to resist crevice attack in boiling 42 ?40 MgCl, for up to 4 weeks. 
The second mechanism that imparts metals to corrosion resistance relates to the 
chemical inertness of the noble metal. A coherent noble metal film efficiently protects 
the less noble metal from dissolution in most aqueous solutions. A typical example 
for this case is the implantation of Ir in Ti6A14V that has been studied by Williams 
et al. [91] and Buchanan et al. 1871. The reported results are relevant regarding two 
aspects. First, upon exposing to 1 N H,SO„ the corrosion potential of the implanted 
surface drifted toward noble potentials, and finally a~proaching the potential ~ d u e  of 
a pure Ir electrode. As followed from XPS anaiysis, an enrichmnet of Ir at the surface 
occured as a result of a selective dissolution of the base metal. Starting frorn initiai 
peak Ir concentrations of 2.5 and 5.0 at, ~ h e  nd values after enrichment wert: as 
high as 60 and 87 at . The authors estimated 100 enrichment is possible. In t k s  
case the base Ti alloy owes its improved corrosion resistance to the coating film s f  
Ir, the most corrosion resistant metal k n o m  [92]. The Ir enrichment was founcl to 
proceed at a slower rate for pure Ti than for alloy. This was attributed to the slower 
dissolution of Ti as compared to Ti6A14V. A preferential dissolution of Ti leading to 
a surface enrichment of Pd (> 20 %) was observed by Hubler et al. [85] with Pd 
implanted titanium. For Pt implanted in Ti such an enrichment has been also reported 
by Appleton et al. [84]. They concluded an ad-atom surface diffusion and 
agglomeration for Pt to account for the enriched retention and the inhomogeneous 
distribution observed. Second, Ir is a preferred material for neural sensing and 
stimulating electrodes. It has the best charge-injection capability of any known 
material [93,94]. A conventional processing faces difficulties due to the chemical 
resistance and the brittleness of the element. The charge-injection capability of Ir 
implanted in Ti alloy after electrochemical enrichment was measured to exceed that 
of pure Ir. The precise mechanism of the phenomenon is not yet fully understood, but 
the charge injection is thought to result from the reversible tiransition of IrOz to Ir,O, 
within the hydrated oxide layer. 
An inward transport of the noble metal (resulting in enrichment and persistent 
retention) during selective dissolution of the base metal in H2S0, was reported for Pt 
implanted Fe [95] and Pd implanted Ti [85]. It was thought that the effect involves 
an enhanced volume diffusion by defects. The details of the process are not known. 
The final mechanism refers to the inhibition of the cathodic hydrogen evolution 
reaction. This type of mechanism is applicable to metals having a great active 
dissolution and no stable passive surface layer. The overalll corrosion rate, being a 
result of the coupled anodic and cathodic processes, will1 be determined by the 
success of suppressing the cathodic reaction. The implantation of Cu and Pb [96] into 
Fe, elements with great over-potential values for H' ion reduction, has demonstrated 
this principle. The effect of Pb was greater than that of Cu, as expected from the 
order of their over-potentials. 
2.3 Implantation of Passivatinp; Elements 
The aqueous corrosion behaviour of passivating metals and alloys is determined by 
the physicochemical properties of the passive oxide film formed. The corrosion 
properties modified by ion implantation are the result of the modification of the oxide 
film growth. Brown and Mackintosh [97] and Mackintosh et al. [98] observed a 
thickening of the nonporous barrier type oxide film during anodization of implanted 
Al. The effect was dependent on the implant nature and was correlated to their 
mobility. The studies by Baily et al [99] and Towler et al [100] showed that the 
oxide film is of duplex structure with an additional porous layer interfacing the 
electrolyte solution. The overail effect of implanted ions depends on the complex 
mechanisms of ionic migration during film growth process [101]. Towler et al. found 
that those implanted species (Bi, Sn, Pb, and Tl) capabie of producing ions of higher 
valency than Al enhance the film thickening while film growth is retarded by ions 
of lower valency (Au, Cu, Cr, and Ag). Kr did not show any effect, thus fitting to 
this order. But, Ce, despite its high valency, had only little effect on film thickening. 
Results of Venkatraman et al. [79] on Ti and V implantation supported this concept. 
Another aspect is the doping effect of the implants in the context of the Wagner- 
Hauffe rules [102]. The normal aqueous passivation generaily produces on Al an 
oxide film of n-type semiconductivity and the corrosion of Al is govemed by the 
interstitial excess AI" ion concentration. The latter is involved in an equilibrium with 
electronic defects for preserving charge neutrality. Doping with ions of higher valency 
generates excess electrons, leading to a reduction in the interstitial excess AP- and so 
in the ionic transport rate. The improvement in corrosion resistance observed on Al 
appears to be in reasonable agreement with this interpretation. 
The effect of Ta and Ni implantation on the corrosion behaviour of Ti has been 
studied by Sugizaki et al. [103]. Ta was effective in reducing the overall anodic 
reaction both in the active and passive regions, while Ni significantly promoting the 
passivation of Ti. The CO-implantation of Ta and Ni was shown to unify efficiently 
beneficial aspects of both single implants. For 3 16 L stainless steel, the corrosion and 
abrasion corrosion resistance to chloride containing body fluids is not sufficient 
enough for long-lasting orthopedic applications [104]. Substantial improvement in 
corrosion resistance has been reported [105] by nitrosen and speccific ion 
implantatation. An alteration of the corrosion behaviour of 3 16 L stainless steel was 
achieved by Ni implantation [106]. In addition to Ni being an efficient passivator, the 
ion bombardment-induced redistribution of the surface constituents may play a part. 
Ni was found to collect towards the surface, while Cr enriched at a greater depth 
inward. A proposed model [107] suggests a flow of solute elements following a flow 
of radiation-generated interstitials: undersized Ni atoms favor interstitial sites and 
oversized Cr atoms diffusing away from sinks via vacancy migration. 
2.4 Localized Comsion 
The pitting corrosion, a localized corrosion attack phenomenon, is strongly affected 
by the presence of certain anions. Chloride ions, omnipresent in biologicd 
environments, are among the hostile species. The locally increased Stress at pit sites 
enhances fatigue crack formation which in turn amplifying the localized corrosion. 
In aH, this conjoint effect exacerbates the entire surface damaging. Alloiying and 
surface coating are two conventional methods to impart resistance to pitting attack. 
Often, the concentration level of the alloying elements required in order to bt3. 
effective, is limited by their solid solubiliw. The effect of ion implantation on pitting 
corrosion has been studied on some materials including Fe [log-]. 101, Al [I  1 1-1 251, 
Ti [85,86], and steel 1126-1391, For Fe, the implantatition of N and B [I081 imprsved 
resistance to pitting probably by formation of nitride, boride and stabilimd mixed 
oxides. Nitrogen implantation in Al resulted in decrease in pit size and d e n s i ~  which 
was correlated with AlN formation [131]. An improvement of pitting corrosion 
resistance and formation of AIN have been identified in Cu alloyed Al implanted with 
N [I 151. Pd implanted in Ti alloy [86] suppressed efficiently pitting attack which was 
ascribed to an accelerated passivation by a micro-galvanic coupling. Amorphized 
material is thermodynamically more energetic and hence reactive. But, lack of defects 
and grain boundaries, two major sources favouring corrosion reactions, may be 
beneficial. The enhancement in pitting resistance of stainless steels implanted with P 
11321 and Al [133,134] has shown evidence for some contributions of ion 
bombardment generated surface amorphisation. For Al, implants such as Si, Cr, Nb, 
Mo, Ta, Ti, Zr [11 1,116-1 191 improved the pitting behaviour, while Mg and Zn [88] 
exhibiting detrimental effect. Natishan et al. [111,135] have proposed a model based 
on surface charge considerations and the pH„, of zero charge. Surfaces of sparingly 
soluble inorganic compounds, like oxides, borides and nitrides undergo in aqueous 
solutions protonation and deprotonation reactions [136,137] and the surface is charged 
up at pH deviating from pH„, for which the surface is electrically neutral. At pH 
lower than the pH„„ the surface has a net positive charge and anions, such as 
chloiride are attracted to the oxide film resulting in incorporation into and breakdown 
of the film. At pH higher than pH„, the surface is negatively charged and anion 
adsorption is inhibited. The model predicts that implanted elements capable of 
producing oxides with lower pH„ can reject anion adsorption, thus reducing localized 
corrosion attack. Natishan et al. [111,117] have examined this rule for a series of 
selected implants and found reasonable qualitative ageement. A quantitative 
correlation has failed due to differences in the surface concentrations reached by ion 
impilantation. The effect of surface concentration has been demonstrated by 
implantation of Ta in Al at room and liquid nitrogen temperature [SO]. A greater Ta 
concentration collected toward surface for liquid nitrogen implantation correlated with 
a more positive pitting potential. 
The presence of defects, cracks, dislocations, grains, impurities, particular structures 
favcaurs the localized corrosion where the attack of the corroding medium is 
nonuniform over the meta1 surface. The ion beam treatment is beneficial to interfere 
with such corrosion mechanisms by formation of solid solution and surface 
arnoirphisation. The heterogeneity of both structural and chemical nature will be 
reduced. Et was reported that changes in the two phase microstructure (U and ß 
microiplates) correlate with the improved resistance on N implanted Ti6A14V to 
stanldard etchant solutions [49]. The effect of Ta and Ni implantation on the corrosion 
behaviour of Ti has been studied by Sugizaki et al. [103]. TEM and TED analysis 
results identified characteristic microstructures and phases in both cases which may 
be made, to a certain extent, responsible for the improved corrosion behaviour 
observed. P-phase was seen in the Ta implanted layer with the grain size for 
precipitates of 30 - 150 nm. In Ni implanted layers intermetallic Ti2Ni precipitated in 
a more fine grain size of Ca. 8 nm. As both Ta and Ni have low solubility in the a- 
phase, their implantation tends to form the ß-phase or Ti2Ni via the eutectoid 
reaction. Wolf et al. [138] have shown the dominant role of the phase formation for 
nitride in determining the corrosion behaviour. For nitrosen implanted Fe they found 
that a uniform Y'-Fe,N phase reduces the Fe corrosion by about three orders of 
magnitude, while an implanted surface without y'-Fe,N does not reveal any effect. 
The formation of the latter was bound to controlled implantation conditions and 
temperature regime. Similar results were obtained with carbon ion implantation under 
formation of Fe$. The formation of solid solutions with improved corrosion 
behaviour has been demonstrated in early works by Ta implantation 11391, Ne, Ar, 
Cu, Pb and Au implantation [96] in Fe, and Hg implantation in Al [140]]. Hashimoto 
[141] has shown that the amorphous state has a higher level of corrosion resistance 
compared to the crystalline form of the corresponding alloy. The liquid quenching 
technique is a conventionai way to produce an amorphous state, but limited to a 
narrow composition range. Extremely high quenching rates, as achieved by ion 
implantation, ion beam mixing or sputter deposition allow materials to be amorphized 
in a wider composition range. Metals and ionically bonded materials have long range 
and non-directional interatomic interactions, thus can reorder readily after an 
implantation perturbance. Implantation and ion beam mixing have been demonstrated 
to form amorphous Fe-B phases in the sub-surface region of Fe substrate or at the 
interface [142-1451 and such surfaces exhibited improved corrosion behaviour. 
Implants such as B, P, and large ions have been shown [I461 to be efficient in 
producing amorphisation. Clayton et al. [I471 studied the corrosion behaviour in 
-SO, and H,SO, + NaCl of stainless steels amorphized by irnplantation of B, P or 
P + B. A reduction in the critical current density for passivation was observed oniy 
for P implantation, while the effect of B implantation was to inhibit the pitting attack. 
Hubler et al. [148] produced amorphisation on steel by using h i ~ h  fluences of Ti' 
ions, The amorphous surface was believed to be stabilized by a Fe-Ti-C layer with 
carbon, originated from ambient vacuum and incorporated concurently with the Ti 
implantation. The corrosion resistance tested in H$O, and NaC1 was improved onfy 
weakly. Generally it is difficult to separate various surface corrosion phensmena by 
measuring the corrosion current. The latter is an integral (practi.eally relevant) 
parameter averaged over an extended surface region, while the various effects are 
likely to be efficient in iocalized micro-regions. The amorphous state experimenrally 
created is not absolutely ideal for excluding such micro-heterogeneitiw which 
additionally deveiop during the measurement! This seems t s  reac;sn the results 
reported above. 
3 Thema1 Oxidation Resistance 
The effects of ion implantation on thermal oxidation of metals have been extensively 
studied. The relevant results have been reviewed by Deamaley [149]. Ba, Sr, Ca, Rb, 
Cs, and divalent rare-earth elements Yb and Eu were found to be very effective in the 
inhibition of oxidation of Ti [150,15 11. The protection mechanism was related to the 
blocking of the transport paths (grain boundaries and dislocations) of oxygen or 
cations by precipitates of a perovskite phase MeTiO,. This effect was found to be 
valid also for stainless steel implanted with Y and Al [152], nicke1 implanted with Ce 
[153], Ni-Cr alloys implanted with Ce [154,155], chromium implanted with La [156]. 
An another class of implanted ions is prone to develop a coherent films (oxide such 
as A1,0,, Cr,O„ Ti02, Ta,O,, SiO? or spinel such as CuA120„ CuCr,O,) strongly 
resisting further ion transport. Examples of oxidation resistance along this line are Al 
implantation into FeCrAlY-alloys [157], and copper and copper alloys [158,159], 
rare-earth ion implantation into Cr [160,161], Y implantation into stainless steel 
[162], and NiCr alloys implanted with Y, Hf or Zr [163]. Additives introduced by ion 
implantation may catalytically participate in producing an oxidation resistance. This 
mechanism was observed for Cu implanted with Pt, Cr or Al [159], rare-earth ion 
implantation into Cr [160,161] and cobalt [I491 and Pt implantation into CrAl alloys 
[164]. Many oxides are semiconductors, and ion implantation can modify the 
conductivity type, thus leading to the formation of p-n junction. If the electron 
transport is rate-determining factor, the oxidation may be inhibited. This effect was 
observed for copper implanted with C, Li, W, Bi, Ti, Ni or Eu [165]. There were 
exceptions regarding Xe and Cs and other implants. The experiments of Ratcliffe and 
Collins [166] covered 22 chemical implant species and yielded only limited support 
to this model, suggesting that other inter-related Parameters exist. Boron implanted 
copper and copper oxide (Cu20) are such an example. Ding et al. [167-1691 related 
the improved oxidation resistance to boron filling the negative vacancies in the p-type 
semiconductor copper oxide, and thus blocking the transport path of Cu* ions. This 
in turn results in the Cu,O being oxidized at the surface to a more dense, self- 
passivating oxide CuO. 
3 Stirnulating Surface Biorieactivitv 
The surface chemistry has been recognized to be a major factor in controlling the 
interfacial reactions between the biological medium and the foreign biomaterial. 
These interactions are predominantly of chemical and biochemical nature including 
ion exchange, protein adsorption, cell attachment and population, mineralization, all 
play a part in the healing process and tissue - material bonding [2,10,12,13,41]. 
Results on using ion implantation to improve surface bioreactivity have been 
appeared only very recently. Kelly et al. C1701 showed that the growth of anchorage 
dependent cells to a substrate can be significantly influenced by ion implantation. 
Röstlund et al. [171] inserted nitrogen ion implanted titanium in the rat abdominal 
wall and studied its soft tissue response. They observed a predominated collection of 
macrophages and multinuclear gigant cells around the ion implanted surface. The 
macrophages were large and of active appearance compared to those observed on the 
unimplanted titanium surface. In vivo experiments in rabit cortical bone with nitrogen 
implanted Ti and Ti6A14V were performed by Johansson et al. E1721 to study the 
hard tissue response. Despite differences in surface characteristics in comparison with 
unimplanted samples, neither major differences in the degree of bone-implant contact, 
nor effect on tissue response were found. Ti and Ti alloys have been shown to 
possess a remarkable biocompatibility behaviour to take up Ca2- and (PO$- ions 
from the simulated body fluid and to form calcium phosphate on their surface [173]. 
Recently, Hanawa et al. [I741 have demontrated that the precipitation of calcium 
phosphate is substantially increased by Ca implantation into Ti. Surprisingly, they 
concluded that implanted Ca does not participate in the calcium phosphate forrnation, 
but its effect is only catalytical. It was believed that hydrated phosphate ions are 
initially adsorbed on the surface followed then by an adsorption of calcium ions to 
the former leading to the formation and precipitation of calcium phosphate. In all, 
detail of the mechanism is not clear. Walsh et al. [I751 considered the aspect of 
surface charge in controlling cellular interactions at the prosthesis - biomedium 
interface. For this purpose the morphological response of bone cells grown on silicon 
surface implanted with Si, Mg, Ti or Cu ions was evaluated and electrokinetic 
characteristics of the ion implanted surfaces were determined by measuring streaming 
potential. Osteoblast growth, proliferation and morphology appeared to be influenced 
by the presence of an implanted ion and the electrokinetic behaviour was s h o m  to 
depend on ion implantation. This suggests that ceIIs may be responding to the 
different eIectrokinetic environment as a result of ion implantation. However, it was 
not able to correlate surface charge and cell response and the rnechanistic detail of 
the interfacial processes is not known. Surface charges and potentials are considered 
to be involved in generation, repair and remodelling of bone (176,1771. Functional 
groups (on polymeric surfaces), most of which are charged, enhance in-vitrs 
osteoblastic colonization [17S], and beads, when carrying a negative charge, enhanee 
the formation of bone in viv0 [179]. Howleti et al. [ l  SO] rneasured contact mgies and 
the strength of attachment of individual cells to a silicon surface ~retreated by isn 
implantation. There was no evidence of an increased adhesion of human hone derived 
cells produced by implantation with W, P, Mn or Mg. A correlation was found 
between wettability and rate of cell attachment to oxygen impianted s~fei@e. The 
implantation into A120„ a ceramic material commonly used in ofihopedic devic@% 
significantly increased the attachment and spreading of cultured human bem celk 
and markedly affected the morphology af the latter [ I  811. Jha1en.t cation~, as 
Ca", a bone eonstituent, and ~ g " ,  are known to be aetive in cell adhesion 
mechanisms [I 821. The effects of ion implantation into polymers have been reported 
by Lee et al. [183], Suzuki et al. [I841 and Li Dejun et al. [185], Endothelial cells 
are not capable of proliferating on polymers such as polyurethane and polystyrene. 
The adhesion and proliferation of endothelial cells were drastically improved on ion 
implanted surfaces. But the effect was seen to be independent on the implanted ion 
species used including Na+, N', O', Ne-, Ar', Krr. It was concluded that the same 
carbon structure produced by ion implantation is responsible for the observed results 
[183,184]. Significant changes in wettability, blood adsorption, anticoagulability and 
anticalcification were reported for polyurethane implanted with Si* [185]. Again, 
some degree of surface destruction in form of bond breaking was detected by XPS, 
but an assignment was impossible. 
5 Matching Tnbomechanical Parameters 
Medical devices used in orthopedics and dentristry are force bearing and contain in 
most cases articulating surfaces, such as in hip or knee prostheses or in bone plates. 
The choice of bulk material is governed by its fatigue and fracture resistance, but the 
surface properties are likely to be determined by other criteria, such as wear and 
friction resistance, in addition to being biocompatible. One strategy to reach 
adequately all requirements, often very conflicting, is the surface modification without 
sacrificing important mechanical bulk properties. Surface layers can be deposited by 
conventional techniques, but the ion beam process offers potential advantages 
regarding variability in composition, solid solubility, interfacial adherence etc. The 
tribomechanical properties modified by ion implantation have been reviewed for the 
most part for industrial applications [49,186,187] and in a limited extent for 
biomaterials [48,89,91]. Tianium and titanium dloys are being used increasingly in 
biomedical applications. The major beneficial bulk properties are ductility, tensile and 
fatigue strength, and bone-matched modulus of elasticity [190], However, they 
undergo excessive wear during use in the human body. Nitrogen ion implantation 
Ieads to a substantial improvement of wear resistance [48,52,9 1,19 1-1 931 tested in 
various simulated synovial fluids and to a reduction of friction [64,67]. The corrosive 
wear of Ti6A14V implanted with N- was measured by Williams and Buchanan [52], 
Dearnaley [54], and Hutchings and Oliver [61] to be reduced by up to 4 orders of 
magnitude. Beside dissolved nitrogen, the implantation results in the formation of 
fine TiN precipitates [52,56-681. The particles [59,62,63,66,68] are - 10-150 nm in 
size, depending on the implantation conditions [63,64,67]. The lifetime of wear 
resistance increased with increasing implanted dose and the saturation in wear 
resistance as a function of ion dose [I941 was related to the limit in the dislocation 
line density. An optimal substrate ternperature was given to be - 470-500 'C [63,64]. 
The interpretation accepied [X?,6 1, I 87,1931 is the conjoint effect of surface hardening 
and chemistry. The hard TiN precipitates are efficient obstacles to dislocation 
movement, a factor encouraging the plastic deformation. The harden surface provides 
improved support for a well adhering low friction sub-oxide film T i0  which was 
thought to be stabilized by implanted nitrogen [60], thus resulting additionally in 
speeding the repassivation. Oliver et al. [58,61] discussed a possible quick 
repassivation by a protective oxy-nitride film TiON formed from dissolved nitrogen, 
in place of TiO,. For Ti and Ti alloys there is no evidence of a retention of wear 
resistance over wom depths in excess of the ion implanted zone. The normal wear 
behaviour retums at the break-through depth [58,61] equal to the implanted layer. The 
wear resistance and microhardness of steels and other materials implanted with 
nitrogen were shown to remain in a high level even after the implanted nitrogen has 
been removed completely [188,195-2011. The phenomenon was interpretated 
[195,196] in terms of an oxidative wear mode and an inward propagation of 
implantation induced dislocation structures. 
As with nitrogen, carbon implantation [59,62,63,65,70,201] improves wear behaviour 
via TiC precipitation [62,70,201] and friction behaviour via a sub-oxide film Ti0  
supported by TiC containing implanted layer [64,67,70]. A thermal post-treatment at 
400 "C resulted in growth and redistribution of TiC precipitates [59,70] ieading to 
further enhancement of the implantation effects [70]. The temperature effect (substrate 
heating or post annealing) has been reported [71,202-2041 to be beneficial in 
increasing the hardness and wear resistance. C and N were observed to be equalIy 
efficient in hardening pure Ti, but C being less efficient in increasing the hardness 
1651 and more effective in increasing the fatigue resistance of the Ti6Al4V alloy 
[59,201]. The effect was related to the ß phase in the alloy. Tianium is susceptible t s  
fatigue failure with crack initiation caused by local fretting. The greät improvement 
in fatigue resistance of carbon implantation was thought [59,2U 11 to be related to the 
compressive Stress in the surface and the interaction between the implanted layer and 
the bulk material. Nucleation of subsurface fatigue cracks can occur as deeg sts 25- 
150 pm below the surface 11891. 
That the wear resistance and friction behaviour relate to certain compounds (nitride, 
carbide, oxide, and mixed form of them) created by ion implantation also 
confirmed by implantation of Ti" 12051 and Ta' or Nb' [206,207] into steel alloys. All 
these elements are reactive toward N, C and 0 .  
Another mechanism producing surface hardening relies on the rnechanical ene 
absorption resulted from changes in microstructures [187], The cubic-to-tetragonal 
transformation of martensitic structure can be used onee to a b w b  enera .  The 
increase in work hardenability of cobalt brought about by nitrogen impimtation 
identified by Dearnaley [XI%] to be related to stabilizing the cubic austenite the f@@ 
structure of csbdt. 
The strain field produced by asymrnetric atom pair5 has been reveakd to k~e f w h ~  
factor in controlling the mechanical surface properties, as it interacts strrangly with 
that of a nearby disfocation 1209-21 11, An oversized substitutional atom l inbd to a 
small interstitial neishbour is such an ayrnmetric atom pair, Wear aedanctieaan 310~. 
stainless steel was observed by implantation of Y, an oversized atom, followed by N 
or C implantation [2O9-2 121. 
Ceramics, inorganics, and glasses are widely used in the health care industq. There 
is a multitude of materials, newly developed [ 12- 151 having finely adj usted 
biocompatibility, ranging from nearly bioinert (e.g. dense and nonporous alumina) to 
highly bioactive (e.g. hydroxylapatite). Major limitations on clinical use of ceramics 
are related to the insufficient or tissue-non rnatched mechanical properties and 
aqueous corrosion. There are two aspects of using ion beams for processing 
bioceramics: a) surface modification to achieve an improved interfacing and b) 
synthesis and coupling of thin films of ceramics onto metals and alloys, materials 
with excellent mechanical properties but lacking some degree of biocompatibility. 
The field is beginning to emerse, and fundamental aspects of ion bombarded ceramic 
surfaces have been considered mostly with respect to optical properties, 
tribomechanics, and ionsensing characteristics. The microstructure, including 
stoichiometry, of ion implanted ceramics (alumina and silicon carbide) has been 
reviewed [213]. Silica and silica based glasses, phosphate glasses implanted with a 
wide range of species have been considered in terms of the chemical reactivity and 
formation of defects. 
Aluminosilicate glasses with ion exchange properties equivalent to their conventional 
counterparts were obtained by implanting alumina with Si and Li [214]. The 
implantation of Al' ions and alkali ions into Silo, [215] or oxidized Si,N, [216] led 
to similar results. A comprehensive study was made of the effect of group I11 implant 
ions on the membrane potentials of SiO, surface [217]. The ion implantation has been 
shown to be effective in designing thin films as low as 40 nm having K' ion 
sensitivity [218]. The synthesis of binary compounds of Ag$ or silver halides 
embedded in a thin film matrix of Si02 was demonstrated by ion implantation 12191 
and such surfaces showed specific ion exchange toward silver and halide ions. Thin 
films of lead phosphate glasses having specific anion adsorption were produced by 
Nomura and Masui [220] using ion beam sputtlering. 
The Zr implantation into A40, [221] followed by thermal annealing in an oxidized 
atmosphere resulted in a surface stren~hening which was attributed to the small 
precipitates of ZrO„ For AI,O„ chromium implantation [222] increased the surface 
hardnms by 30-40 and the flexural strength was increased by more than 20 % afler 
nitrogen implanxation [233]. The wear resistance of ZrO, against A1203 was shown to 
be reduced by several orders of magitude afier carbon ion implantation [224]. The 
combination of a bioceramic material as a coating and a meta1 or alloy as bulk 
substrate aIlows the exploitation of beneficial aspects of the both materials. Ektessabi 
[225] studied the coating of Ti and stainless steel, two materials commonly used in 
orthopedics and dentristry, with thin films of bioinert TiOl and A120i, and bioactive 
hydroxylapatite using IBAD technique. The stoichiometry and the film compactness 
have been shown to be adjustable by means of the process parameters ion to atom 
arrival ratio, ion energy, and angle of incidence. 
7 Advanced Ion Beam Pmcessings 
The direct ion implantation suffers from some limitations, such as line-of-sight 
process, shallow implant depth, and sputter-limitted implant concentration. Advanced 
ion beam processings [226] able to solve these problems, partly or in all, include high 
current implantation, plasma source ion implantation (PSII) [227-2311, ion beam 
mixing (IBM), ion beam assisted deposition (IBAD), and pulsed ion beam 
evaporation (PIBE). 
High fluence of Hf implanted into Fe [232] resulted in an increase of dislocation 
density extending up to 100 pm beneath the surface which was directly correlated 
with a hardness increase. In this process a high implant concentration exceeding the 
sputter-limited level was achieved due to plasma redeposition of sputter-removed 
material. Penetrations of N 10 X deeper than the ion range or diffusion depth were 
observed [233,234] with high fluence implantation into stainless steel at 380 -400 'C, 
which led to a marked increase in wear life. A metastable austenite phase with ug to 
20 at.% dissolved N was formed. 
Ion beam mixing enhances the coating adhesion by successive events of particle 
displcement and relocation, or breaking and reforming of chemical bonds between 
atoms at the interface. Chemical reactions are involved, if the ion specim are reactive, 
Nitrogen implantation through a boron film deposited on Fe [235,236] resulted in the 
formation of a B/Fe mixed layer and a buried l3N phase. Iron boride formatiori has 
also been reported 11431. The resultant composite layer was shown to be greatiy 
beneficial in protecting Fe from corrosion in acidic solutions. Many parameters were 
thought to interplay, including interfacial adherence, chemicai inertness and barrier to 
interdiffusion of BN and of the boron outermost film. Elena et al. E1081 compared the 
effectivness of Kr* and NT ions in mixing a 100 nm thick multilayer Fe„B2, deposited 
on Fe by altemately sputtering Fe and B. The corrosisn resistance after N" ion 
mixing was greater, but not si&icantly, compared to Kr+ ion mixing, indicating 
some BN effect. But, in both cases an increase in corrosion was observed csmpared 
to unprotected Fe. The effect was believed to be due to Fe gresent in the film. These 
results led Elena et al. to produce a coherent thick film s f  B with "nemhaedded BN by 
repeated B deposition and NN ion bornbardment. The corrosion resistmce md 
resistance to pitting attack of the film on Fe wem fouwd to be markedly increased. 
Ion beam mixing has been used to incorporate noble metala into Co-Cr alloys 84 
Mixed platinum was effective in redueing corrsaion. Su~ris i rngl~,  a hydrated cakium 
phosphate was found sn such a surface leading t s  some specailative auaface 
processing for biocompatibility. The corrosion resistance has been shown for TiN on 
Fe by ion beam mixing E2371 
In the IBAD process the material deposition occurs simultaneously with ion 
bombardment. Ion energy, ion 1 atom arrival ratio, angle of incidence and substrate 
temperature are major process Parameters efficiently controlling surface properties, 
such as microstructure, stoichiometry, stress, porosity, film thickness and adhesion. 
Evaporation is the conventional technique for Al films, but the Ar" bombardment 
during the Al deposition on Fe or steels markedly improved the aqueous corrosion 
resistance, as shown by Wolf et al. [238]. Thickness of up to 10 pm was obtained 
with adhesion strength exceeding that of evaporated films. The angle of incidence has 
been shown to affect greatly the film adhesion and densification [138]. The columnar 
growth or textured grains changed or disappeared, as the angle of incidence varied 
from normal to oblique. A dense film was generated resulting in an efficient barrier 
to ion transport. The densification is related to events such as forward recoil, lateral 
displacement and collapse of Open structures, as derived from molecular dynamics 
modelling by Muller [239]. Pinhole-free Cr layers for corrosion protection are 
difficult to achieve by galvanic coating. IBAD process allowed corrosion resistant Cr 
layers on Fe with low stress and low p o r o s i ~  to be produced [238]. Without an 
intermediate layer an amorphous hard carbon film on steels are obtained by CVD 
only with diff~culty. The deposition under Ar' ion bombardment yielded carbon films 
on steel with excellent adhesion and low hydrogen content which showed corrosion 
resistance and hardness [238]. The improvement of corrosion resistance and resistance 
to pitting attack has been reported for Si coating on Al [l l l-1 131 and on steel [238] 
using IBAD technique. 
Alloying Al film with a less noble meta1 able to function as a sacrificial anode 
provides a more effective corrosion protection of steel than a film of pure Al. Such 
an alloy is e.g. AlMg. Enders et al. [240] have shown that the energy of ion 
bombardment during film growing is an useful Parameter to adjust an optimal 
corrosion protection. Fine grained and adherent films of Nb-Cr were obtained for 
corrosion protection of stainless steel by Hsieh et al. [241]. Chemical resistant 
inorganic compounds, such as oxides and nitrides have been grown to greater 
thicknesses with improved adhesion, low porosity and excellent corrosion resistance 
on metals and alloys: T a o ,  [135], Al,03 [113], TiN [113,242-2461, Cr,N [138,235], 
AIN [113,247,248], BN [235,249,250], Si,N, [ L  l4,l35,25 11. ~ombined  layers have 
been shown to exhibit multifunctional characteristics [6,3 11. For instance, TiC coating 
with arnorphous hard carbon on top has strong wear resistance and low friction. For 
AI/AlN the inner Al is effective in inhibiting corrosion, while the outer AIN layer 
imparts wear resistance. Barth et al. [252] have shown that the stress of the IBAD 
layers remarkably affects the corrosion behaviour. The corrosion of steel coated with 
Cr was increasingly Inhibited as the tensile stress was reduced by increasing ArT/Cr 
ratio. For compound layers, the authors demonstrated the tailoring of the stress state 
by using a multilayer growing. An 1 pm thick Ti/TiN multilayer coating on steel in 
an optimized compressive stress state was shown to reduce the corrosion by two 
orders of magnitude. 
Surfaces of metals, alloys and ceramics subjected to ion implantation or advanced ion 
beam processings have experienced larse modifications, in some cases providing 
spectacular effects in improving ion release resistance and tribomechanical properties. 
The susceptibility to biological response was observed for some surface systems. 
Many attributes of the ion beams are usefull for biomaterials with respect to both 
basic research and applicative aspects. 
Defined and reproducible surfaces with systematicaIIy varying chemical composition 
are one major step for studying elementary processes of biological medium - material 
surface interactions. These are achievable, including geometry down to nanometer 
range, more efficiently than any other conventional procedure. The systematical 
variation of additive concentration, by the way, is one reliable way to eliminate the 
contamination effect. 
The ion and electronic transport in thin solid films is often the factor that governs the 
rates of the interaction of the material with the surrounding. The microstructures, type 
of conductivity, the porosity, and stress state, if definitely and systematically 
controllable, are useful Parameters to modulate this process. Again, ion beam 
processing is beneficial for this purpose. 
The synthesis and couplinc of a biocompatible layer onto a meta1 or alioy using ion 
implantation or advanced ion beam procedures is an alternative Solution to the 
adherence problem encountered with conventional coatings. The film properties that 
can deliberately be modified and controlled Cover a broad range, as indicated above. 
Some materials which can serve as model substance may be apatite, bisactive glasses, 
A120„ TiO-, Tao,,  and TiN. 
The ion release procesc arid its subsequent involvement with the bislogieal 
environment or their concurrent occurence due to the mutual interactions are 
governed by a number of mechanisms involving a multitude s f  parameters. 
Discriminating these various effects and phenornena is a first step to improve the 
understanding of biocompatibility. Many traditional techniquea and procedures f ~ r  
characterizing properties provide an integral result. The csrrosion curient, csrresim 
potential, or potarization characterjstics are typicai examples of such Ilmitations. Time 
and space resolved, and in situ measurement m d  prepaiation rechniques, dio.~vi% 
recording of the earliest stage of events and down to sub-pm geometry, will be 
helpful in improving the situation. Optical and microscopic techniques, such as 
anisotropy microellipsometry, scanning force and tunneling microscopy with in situ 
electrochemical measurement appear to be efficient to advance fundamental 
knowledges on the molecular level. 
D.H. Kohn and P. Ducheyne, in Materials Science and Technology, Eds. by 
R.W. Cahn, P. Haasen and E.J. Kramer, VCH Weinheim-New York-Basel- 
Cambridge, Vol. 14 (1992), pp. 3 1-108. 
D.F. Williams, in Materials Science and Technology, Eds. by R.W. Cahn, P. 
Haasen and E.J. Kramer, VCH Weinheim-New York-Basel-Cambridge, Vol. 
14 (1992), pp. 2-27. 
J. Black, Biomater. 5 (1984) 11-18. 
J. Black, J Bone Joint Surg 70 B (1988) 517-520. 
A.B. Ferguson, Jr., G. Akahoshi, P.G. Laing, and E.S. Hodge, J. Bone Joint 
Surg. 44 A (1962) 323-336. 
A.B. Ferguson, Jr., P.G. Laing, E.S. Hodge, J. Bone Joint Surg. 42 A (1960) 
77-90. 
E.J. Evans, M. Benjamin, Biomater. 8 (1987) 377-384. 
P. Exbrayat, M.L. Couble, H. Magloire, D.J. Hartman, Biornater. 8 (1987) 
385-392. 
N.C. Blumenthal, V. Cosma, J. Biomed. Mater. Res. 23 (1989) 13-22. 
D.C. Smith, in The Bone-Biomaterial Interface, Ed. by J.E. Davies, University 
of Toronto Press (1990) pp, 3-1 6. 
R. Michel, CRC Crit. Rev. Biocomp. 3 (1987) 235-317. 
R.M. Pillar, J.E. Davies, and D.C. Smith, MRS Bulletin 16 (1991) 55-61. 
L.L. Hench and J. Wilson, MRS Bulletin 16 (1991) 62-74. 
L.L Hench, H.A. Paschall, W.C. Allen and G. Piotrowski, Nat. Bureau of 
Standards Special Publication 4 15 (1975) 19-3 5. 
Handbook of Bioactive Ceramics, Vol. 11, ed. by T. Yamamuro, L.L. Hench, 
and J. Wilson (CRC Press, Boca Raton, FL, 1990).. 
D.C. Greenspan and L.L Hench, J. Biomater. Res. 10 (1 976) 503-509. 
S.D. Cook, in Proc. of 3rd Int. Symp. On Bioceramics in Medicine, ed. S.F. 
Hulbert (Rose Hulman Institute of Technology, Terre Haute, IN, 1990). 
L.L. Hench, in The Bone-Biomaterial Interface, Ed. by J.E. Davies, 
University of Toronto Press (1990) pp. 33-47. 
R.M. Pillar, Clin. Orthop. 176 (1983) 42. 
M. Spector, in Biocompatibility of Orthopedic Implants, ed. by D.F. Williams 
(CRC Press, Boca Raton, FL) 1982, Vol. 11, p.89. 
M. Spector, ibid., p. 55. 
D.F. Williams, ibid, p. 49. 
S.F. Hulbert, J.C. Bokros, L.L. Hench, J. Wilson, and G. Heimke, in High 
Tech Ceramics, ed. by P. Vincenzini (Elsevier, Amsterdam, 1987) pp. 189- 
213. 
U. Gross, R. Kinne, H.J. Schmtz, V. Strunz, Critical Reviews in 
Biocompatibility 4 (1988) 2. 
K. de Groot and R. Le Geros, in Bioceramics: Material Characteristics Versus 
In Vivo Behaviour, ed. by P. Ducheyne and J Lemons (Ann. NY Acad. Sci., 
523, New York, 1988) pp.168-272. 
U. Soltez, in Bioceramics: Material Characteristics Versus In Vivo Behaviour, 
ed. by P. Ducheyne and J Lemons (Ann. NY Acad. Sci., 523, New York, 
1988) pp.137-156. 
U. Gross, R. Kinne, V. Stunz, H.J. Schmitz, J. Biomed. Mater. Res. 4 (1988) 
155. 
T. Kokubo, S. Ito, M. Shigematsu, S. Sakka, T. Yamamuro, J. Mater. Sci. 22 
(1 987) 4067-4070. 
T. Nakamura, T. Yamamuro, S. Higashi, T. Kokubo, S. Ito, J. Biomed. Mater. 
Res. 19 (1985) 685-698. 
G. Piotrowski, L.L. Hench, W.C. Allen, G.J. Miller, J. Biomed. Mater. Res. 
9 (1 975) 47-61. 
J.M. Spivak, J.L. Ricci, N.C. Blumenthal, H. Alexander, J. Biomed. Mater. 
Res. 24 (1990) 1121. 
R. Judet, M. Siguier, B. Brumpt, Clin. Orthop. 137 (1978) 76. 
G. Lord, P. Bancel, Clin. Orthop. 176 (1983) 67. 
W.P. Spires,D.C. Kelman, J.A. Pafford, in ASTM STP 953 - Quantitative 
Characterization and Performance of Porous Implants for Hard Tissue 
Applications:, ed. J.E. Lemons, Philadelphia, PA: ASTM, (1987) pp. 47-59. 
M.G. Fontana, N.O. Greene, Corrosion Engineering New York, McGraw- 
Hill, 1967. 
S. G. Steinemann, J. Eulenberser, P.A. Mausli, A. Schroeder, in Biological 
and biomechanical performances of biomaterials, eds. P. Christel, A. Meunier, 
A.J.C. Lee, Elsevier, Amsterdam, vol. 4 (1986) pp. 404-414. 
R.M. Meffert, RMS Block, J.N. Kent, Int. J. Periodont. Restor Dent. 4 (1987) 
9-2 1. 
L. Carlsson, T. Rostlund, B. Albrektsson, T. Albrektsson, Int. J. Oral. 
Maxillofacial Implants 3 (1 988) 21 -24. 
B. Cherhoudi, T.K.L. Gould, D.M. Brunette, J. Biomed. Mater. Res. 23 
(1989) 1067-1085. 
D.M. Brunette, Int. J. Oral. Maxillofacial Implants 3 (1988) 231-246. 
B.D. Ratner, J. Biomed. Mater. Res. Appl. Biomater. 21 (1987) 59-90. 
J.E. Eilingsen, Biomater. 12 (1991) 593-596. 
C.R. Howlett, M.D.M. Evans,W.R. Walsh, G. Johnson and J.G. Steele, 
Biomater. 15 (1 994) 213-222. 
T. Hanawa, in The Bone-Biomaterial Interface, Ed. by J.E. Davies, University 
of Toronto Press (1990) pp. 49-61. 
T. Kokubo, S. Ito, M. Shigematsu, S. Sakka, T. Yamamuro, J. Mater. Sci. 20 
(1985) 2001-2004. 
M.R. Mucalo, M. Toriyama, Y. Yokogawa, T. Suzuki, Y. Kawamoto, F. 
Nagata and K. Nishizawa, J. Mater. Sci. Mater. in Medicine, 6 (1995) 409- 
419. 
B. Kasemo and J. Lausmaa, in The Bone - Biomaterial Interface, ed. J.E. 
Davies, University of Toronto Press, Toronto-Buffalo-London, 1990, pp. 19- 
32. 
P. Sioshansi, Nucl. Instrum. Methods B 19/20 (1987) 204-208. 
P. Sioshansi, Nuci. Instrum. Methods B 37/38 (1989) 667-671. 
B.A. Banks, in Ion Bombardmant Modification of Surfaces, eds. 0 .  Auciello 
and R. Kelly, Elsevier (1984), pp. 399-434. 
B.A. Banks, Advanced Mater. & Processes 12 (1993) 22-25. 
J.M. Williams and R.A. Buchanan, Mater. Sci. and Eng., 69 (1985) 237-246. 
J.M. Williams, G.M. Beardsley, R.A. Buchanan, and R.K. Bacon, Mater. Res. 
Soc. Symp. Proc., 27 (1984) 735. 
G. Dearnaley, inJ.W. Mayer (ed.), Proc. 4th Int. Conf. on Ion Beam 
Modification of Materials, Comell University, Ithaca, NY, July 16-20 (1984). 
A. Greenwald, J. Daly, J. Meroth, R. Oliver, P. Sioshansi and C. Clayton, 
Combined Oxygen-Nitrogen Ion Implants into Ti6A14V, Mater. Res. Soc. 
Symp. Proc., Materials Research Society 128(1989) 463-468. 
P. Sioshansi, Thin Solid Films 11 8 (1984) 61. 
F.D. Matthews, K.W. Greer, and D.L. Armstrong, Mater. Res. Soc. Symp. 
Proc. 55 (1985) 243. 
W.C. Oliver, R. Hutchings, and J.B. Pethica, Metall. Trans. 15 A (1984) 
2221. 
R.G. Vardiman and R.A. Kant, J. Appl. Phys. 53 (1982) 690. 
S.R. Shephard and N.P. Suh, J. Lubr. Technol. 104 (1982) 29. 
R. Hutchings and W.C. Oliver, Wear 92 (1983) 143. 
J.B. Pethica, R. Hutchings, and W.C. Oliver, Nucl. Instrum. Meth. 2091210 
(1983) 995. 
K. Hohmuth and B. Rauschenbach, Mater. Sic. Eng. 69 (1985) 489. 
R. Martinella, G. Chevallard, and C. Tocello, Mater. Res. Soc. Symp. Proc. 
27 (1984) 711. 
W.C. Oliver, R. Hutchings, J.B. Paradis, and A.J. Shuskus, Mater. Res. Soc. 
Symp. Proc. 27 (1984) 705. 
H.T. Li, P.S. Liu, S.C. Chang, H.C. Lü, H.N. Wang, and K. Tao, Nucl. 
Instrum. Meth. 1821183 (1 98 1) 91 5. 
R. Martinella, S. Giovanardi, G. Chevallard, M. Villani, A. Molinari, and C. 
Tosello, Mater. Sic. Eng. 69 (1985) 247. 
R. Hutchings, Mater. Lett. 1 (1983) 137. 
Y. Kasukabe, J. Ootubo, S. Nagata, M. Kishimoto, Y. Fujino, S. Yamagueki 
and Y. Yamada, Jpn.J. Appl. Phys. 34 (1995) 3234-3239. 
R.G. Vardiman, Mater. Res. Soc. Symp. Proc. 27 (1984) 705. 
D.L. Williamson, L. Wang, R. Wei and P.J. Wilbur, Mater. Lett. 9 (1990) 
302. 
D.L. Williamson, I. Ivanov, R. Wei and P.J. Wilbur, in Phase Formation and 
Modification by Beam-Solid Interactions, eds. G.S. Was. L.E. Rehn and D.M. 
Follstaedt, vol. 235 (MRS, Pittsburgh, 1992) p. 473. 
K. Hohmuth, B. Rauschenbach, A. Kolitsch and E. Richter, Nucl. Instrum. 
Meth. 209/210 (1983) 249. 
S. Fayeulle and D. Treheux, Nucl. Instrum. Meth. B 7/8 (1985) 171. 
W. Lohman and J.G.P. van Valkenhoef, Mater. Sci. Eng. A 116 (1989) 177. 
E. Broszeit, H.J. Schröder and G.K. Wolf, 2. Werkstofftech. 18 (1987) 356. 
H. Ferber, G.B. Hoflund, C.K. Mount and S. Hoshino, Surf. Interf. Anal. 16 
(1990) 488. 
J.I. Onate, J.K. Dennis and S. Hamilton, Meta1 Finishins (March, 1989) 25. 
S. Venkatraman, M.R. Nair, D.C. Kothari, K.B. La1 and R. Ramm, Nucl. 
~nstrum. Meth. B 19/20 (1987) 241-246. 
L. Zhang, J.H. Booske and J.L. Shohet, Mater. Lett. 22 (1995) 29-33. 
M. Nunogaki, H. Sueaawa, Y. Kuratomi and Miyazaki, Nucl. Instrum. Meth. 
B 39 (1989) 591. 
I.S. Lee, R.A. Buchanan, and J.M. Williams, in Biomedical Materials and 
Devices, ed. J.S. Hanker and B.L. Giammara, Mater. Res. Soc. Symp. Proc., 
Vol. 11 0, Materials Research Society, Pittsburgh, 1989, pp. 687-695. 
N.G. Thompson, B.D. Lichter, B.R. Appleton, E.J. Kelley, and C.W. White, 
in Ion Implantation Metallurgy, eds. C.M. Preece and J.K. Hirvonen, 
Metallurgical Society s f  AIME, Warrendale, Pennsylvania, 1980. 
B.R. Appleton, E.J. Kelley, C.W. White, N.G. Thompson, and B.D. Lichter, 
Nucl. Instrum. Meth. 18211 83 (1 98 1) 99 1-999. 
G.K. Hubler and E. McCaferty, Corrosion Sci., 20 (1980) 103-1 16. 
P. Munn and G.K. Wolf, Mater. Sci. Eng. 69 (1985) 303-310. 
R.A. Buchanan and I.S. LeeJ. Biommedical Mater. Res., 24 (1990) 309-3 18. 
J.M. Williams, RA. Buchanan, Mater. Sci. Eng. 69 (1985) 237. 
W. Ensinger, Electrochimica Acta 39 (1994) 1 159. 
A. Takamura, Corrosion 23 (1967) 306. 
J.M. Williams, RA,  Buchanan and I.S. Lee, Nucl. Instrum. Meth., B 37/38 
(1 989) 676-68 1. 
CRC Handbook of Chemistry and Physics, 67nd Edition, 6RC Press, h @ a  
Raton, Florida, B-2 1, 1986. 
22 
1931 F.T. Hambrecht, in Biomedical Materials, eds. J.M. Williams, M.F. Nichols, 
and W. Zingg, Mater. Res. Soc. Symp. Proc., Vol. 55, Materials Research 
Society, Pittsburgh, 1986, pp. 265-272. 
[94] L.S. Robblee, M.J. Mangaudis, E.D. Lasensky, A.G. Kimba.11, and S. Barry 
Brummer, in Biomedical Materials, eds. J.M. Williams, M.F. Nichols, and W. 
Zing, Mater. Res. Soc. Symp. Proc., Vol. 55, Materials Research Society, 
Pittsburgh, 1986, pp. 303-3 10 
[95] L.R. Doolittle, Nucl. Instrum. Meth. B 9 (1985) 344. 
[96] H. Ferber, A. Kasten, E.K. Wolf, W.J. Lorenz, H. Schweikert, and H. Folger, 
Corrosion Sci. 20 (1 980) 11 7. 
[97] F. Brown and W.O. Mackintosh, J. Electrochem. Soc. 120 (1973) 1096. 
[98] N.D. Mackintosh, F. B r o m  and H.H. Paltner, J. Electrochem. Soc. 121 
(1974) 1281. 
[99] G. Bailey and G.C. Wood, Trans. Inst. Met. Finish 52 (1974) 187. 
[I001 C. Towler, R.A. Collins and G. Dearnaley, J. Vac. Sci. Technol. 12 (1975) 
520. 
[101] C. Towler, R.A. Collins and G. Dearnaley, J. Vac. Sci. 12 (1975) 520-523. 
[I021 0 .  Kubaschewski and B.E. Hopkins, Oxidation of Metals and Alloys, 
Butterworths, London, 1953. 
[I031 Y. Sugizaki, T. Yasunaga and H. Satoh, Nucl. Instrum. Meth. B 80181 (1993) 
279-284. 
C1041 A. E1 Kader and S.M. EI Ragny, Corrosion Sci. 26 (1986) 647. 
[I051 G. Bombara, M. Cavallini, G. Dearnaley, P.O. Good, and R. Fratesi, Surf. 
Tech. 8 (1983) 21. 
C1061 S.B. Agarwl, Y.F. Wang, C.R. Clayton, H. Herman, and J.K. Hirvonen, Thin 
Solid Films 63 (1979) 19. 
[107] P.R. Okamoto, and H. Wiedersich, J. Nucl. Mat. 53 (1976) 336. 
C1081 M. Elena, L. Fedrizzi, V. Zanini, M. Sarkar, L. Guzman and P.L. Bonora, 
Nucl. Instrum. Meth. B 19/20 (1987) 247-252. 
[109] G.S. Covino, B.D. Startwell, and P.B. Needham, J. Electrochem. Soc. 125 
(1978) 370. 
[I101 L.R. Doolittle, Nuci. Instrum. Meth. B 15 (1986) 227. 
[ l l l ]  P.M. Natishan, E. McCafferty, and G.K. Hubler, J. Electrochem. Soc. 135 
(1988) 321. 
C1121 R. Emmerich, Diplom Thesis, Heidefberg, 1991. 
E1131 G.K. Wolf, J. Vac. Sci. Technol., A 10 (1992) 1757-1764. 
[I141 P.M. Natishan, E. McCafferty, E.P. Donovan, D.W. Brown, and G.K. Hubler, 
Surf. Coat. Technol. 51 (1992) 30. 
[I151 Y. Massiani, J.P. Crousier, L. Fedrizzi, S. Giasanella and P.L. Bonora, 
Materials Sci. and Eng., A 1 16 (1 989) 53-57. 
[I161 X-Y. Yao, CS.  Kumai, T.M. Devine, P.B. Fojas, I.C. Ivanov, K.M. Yu and 
I.G. Brom,  Nucl. Instrum. Meth. B 80/81 (1993) 267-270. 
[117] P.M. Natishan, E. McCafferq and G.K. Hubler, Nucl. Instrum. Meth. B 59/60 
(1 991) 841-844. 
C1181 A.H. Al-Saffar, V. Ashworth, A.K.O. Bairamov, D.J. Chivers, W.A. Grant, 
and R.T.M. Procter, Corr. Sci. 20 (1 980) 217. 
L 
E1191 J.M. Williams, A. Conzdes, J. Quintana, I.S. Lee, R.A. Buchanan, F.C. 
Bums, R.J. Culbertson, M. Levy, and J.R. Treglio, Mod. Phys. Res. B 59/60 
(1991) 845. 
11201 P.M. Natishan, E. McCafferty, and G.K. Hubler, J. Electrochem. Soc. 133 
(1986) 1061. 
[I211 P.M. Natishan, E. McCafferty, and G.K. Hubler, in Surfaces, Inhibition, and 
Passivation, eds. E. McCafferty and R.J. Brodd, The Electrochemical Society 
Softbound Proceedings Series, PV 86-7, Pennington, NJ 1986, p. 437. 
[122] E. McCafferty, G.K. Hubler, P.M. Natishan, P.G. Moore, R.A. Kant, and B.D. 
Sartwell, Mater. Sci. Eng. 86 (1987) 1. 
[123] A.H. Al-Saffar, V. Ashworth, A.K.O. Bairamov, D.J. Chivers, W.A. Grant, 
and R.T.M. Procter, Corr. Sci. 20 (1980) 127. 
[124] A.K. Bairamov, Dokl. Akad. Nauk Az. SSR 38 (1982) 23. 
[I251 M.V. Zeller and J.A. Kargol, Appl. Surf. Sci. 18 (1984) 63. 
[126] C.R. Clayton, K.G.K. Doss, H. Herman, S. Prasad, Y. F. Wang, J.K. 
Hirvonen, and G.K. Hubler, Proc- Materials Research Society Boston 1979. 
11271 J.L. Whitton, W.A. Grant, and J.S. Williams, Proc. Int. Conf. on Ion Beam 
Modification of Materials, Budapest, Hungary, 1978. 
[I281 N.K. Huang, Nucl. Instrum. Meth. B 80181 (1993) 285-288. 
[129] G.K. Wolf, R. Holbein, U. Koch, H.R. Meyer, Werkst. U. Korr. 43 (1992) 
371. 
[I 301 Y.F. Wang, C.R. Clayton, G.K. Hubler, W.H. Lucke, and J.K. Hirvonen, Thin 
Solid Films 63 (1 979) 1 1. 
[I311 L. Zhang, J.H. Booske and J.L. Shohet, Mater. Lett. 22 (1995) 29-33. 
[132] C.R. Clayton, Nucl. Instrurn. Meth., l82/l83 (1 98 1) 865-873. 
[133] M. Naka, K. Hashimoto, and T. Masumoto, Corrosisn 32 (1976) 146. 
[I341 F. Noli, P. Misaelides, P. Spathis, M. Pilakouta and H, Baumann, Nucl. 
Instrum. Meth. B 68 (1992) 398-401. 
[I351 E. McCafferty, P.M. Natishan and G.K. Hubler, Nucl. Instrum. Meth. B 56/57 
(1 99 1) 639-643. 
[136] D.E. Yates and T.W. Healy, J. Colloid Interface Sci. 52 (1975) 222. 
[137] M. Sakashita and N. Sato, J. Electrochem. Soc. 35 (1979) 35 1. 
[I381 G-K. Wolf and R. Emmerich, in Materials and Prscesses for Surfäce and 
Interface Engineering, Ed. by Y. Pauleau, Kluwer Academic Publishers 
(1995) 565-595. 
[139] V. Ashworth, D. Baxter, W.A. Grant, and R.P.M. Proctor, Corr. Sci. 11 7 
(1977) 947. 
[I401 A.H. Al-Saffar, V. Ashworth, W.A. Grant, and R.P.M. Procter, 18 (193 
687. 
K. Hashimoto, in Passivity of Metals and Semiconductors, ed. M. Froment 
(Elsevier, Amsterdam, 1983) p. 23 5. 
M. Hans, G.J?rech, G.K. Wolf and F.E. Wagner, Nucl. Instrum. Meth. B 53 
(1991) 161-166. 
M. Hans, PhD Thesis, Heidelberg, 1991. 
P.L. Bonora, M. Bassoli, G. Cerisola, P.L. De Anna, S. Lo Russo, P. 
Mazzoldi, B. Tiveron, I. Scotoni, C. Tocello, and A. Bemard, Nucl. Instrum. 
Meth. 1821183 (1981) 1001. 
H.J. Kim, W.B. Carter, R.F. Hochmann, and E.I. Meletis, Mater. Sci. Eng. 69 
(1985) 297. 
W.A. Grant, Nucl. Instrum. Meth. 1821183 (1981) 809. 
C.R. Clayton, Y.F. Wang, and G.K. Hubler, in Passivity of Meta1 and 
Semiconductors, ed. M. Froment (Elsevier, Amsterdam, 1983) p. 305. 
G.K. Hubler, P.P. Trzaskoma, E. McCafferty, and I.L. Singer, in Ion 
Implantation in Metals, eds. V. Ashworth, W.A. Grant, and R.P.M. Proctor 
(Pergamont, Oxford, 1982) p. 24. 
G. Deamaley, Nucl. Instrum. Meth. l82/l83 (1 981) 899-914. 
J.D. Benjamin and G. Dearnaley, Inst. of Phys. Conf. Series No. 28 (Institute 
of Physics, Bristol, 1976) p. 141. 
W.H. Lucke, J.A. Sprague, and J.K. H i ~ o n e n ,  Nucl. Instrum. Meth. 149 
(1987) 295. 
A. Atkinson, A.E. Hughes, and A. Hammou, AERE Report R-9551 (1980). 
P.D. Goode, Inst. of Physics, Bristol, (1 976) p. 154. 
G.M. Ecer and G.H. Meier, Oxid. of Met. 13 (1979) 159. 
W.C. Johnson, Metall. Trans. 8 A (1977) 1413. 
V.I. Trefilov and Lavrenko, Dokl. Akad. Nauk. SSSR 226 (1976) 140. 
U. Bemabai, M. Cavallini, G. Bombara, G. Deamaley, and M.A. Wilkins, 
Corr. Sci. 20 (1080) 19. 
J. Rickards abd G. Dearnaley, Proc. Conf. on Appns. of Ion Beams to Metals, 
eds. S.T. Picraux, E. Eemisse and F.L. Vook (Plenum, New York, 1974) p. 
101. 
L.G. Swendsen, Corr. Sci. 20 (1980) 63-68. 
S. Muhl, PhD Thesis, Univ. of Lancaster (1978). 
R.A. Collins, S .  Muhl, and G. Deamyley, J. Phys. F 9 (1979) 1245. 
J.E. Antill, M.J. Bennett, R.F.A. Carney, G. Deamaley, F.H. Fern, P.D. 
Goode, and J.F. Turner, in Ion Implantation of Semoconductors and Other 
Materials, ed. B.L. Crowder ( Plenum, New York, 1973) p. 41 5. 
P.Y. Hou, I.G. B r o m  and J. Stringer, Nucl. Instrum. Meth. B 59/60 (1991) 
1345- 1349. 
F.S. Pettitt and E.J. Feiten, USNTIS AD Report AD-A022581 (1976). 
J.R Morris, R.A. Collins and G. Dearnaley, J. Phys. F 8 (1978) 1333. 
[I661 P.J. Ratcliffe and RA. Collins, Phys. Stat. Sol. (a) 108 (1988) 537-543, 
[I671 0. Henriksen, E. Johnson, A. Johansen, L. Sarholt-Kristensen md J.V. Wood, 
Nucl. Instrum. Meth. B 19/20 (1987) 253-258. 
[I681 P.J. Ding, W. Wang, W.A. Lanford, S. Hymes and S.P. Murarka, Nucl. 
Instrum. Meth. B 85 (1994) 260-263. 
[I691 P.J. Ding, W.A. Lanford, S. Hymes and S.P. Murarka, J. Appl. Phys. 74 
(1993) 1331- 1334. 
[I701 J.C. Kelly, M.D.M. Evans, K.L. Wildish, L.F. Fisher, C.R. Howlett, Mater. 
Res. Soc. Symp. Proc. 93 (1987) 25. 
[I711 T. Röstlund, P. Thomsen, L.M. Bjursten and L.E. Ericson, J. Biomed. Res. 24 
(1990) 847-860. 
[172] C.B. Johansson, J. Lausmaa, T. Röstlund and P. Thomsen, Mater. in Medicine 
4 (1993) 132-141. 
[I731 T. Hanawa and M. Ota, Biomaterials 12 (1 991) 767-774. 
[174] T. Hanawa, K. Murakami and S. Kihara, ASTM STP 1196, E. Horowitz and 
J.E. Parr, Eds., American Socieq for Testing and Materials, Philadelphia 
(1 994) 170-1 84. 
[I751 W.R. Walsh, L. Zou, T.P. Leflroe, J.C. Kelly and C.R. Howlett, Mater. Res. 
Symp. Proc. Vol. 252 (1992), Mater. Res. Society, 213-220. 
C1761 C.A.L. Basset, Calcif. Tiss. Int. 34 (1982) 1. 
C1771 G. Bruce, C.R. Howlett, and R.L. Huckstep, Clin. Orthop. 222 (1987) 300. 
[I781 R.M. Shelton, J.E. Davies, in The Bone-Biomaterial Interface, ed. J.E. Davies, 
Univ. of Toronto Press, Toronto (1990). 
[I791 M. Krukowski, D.J. Simons, A. Summerfield, and P. Osdoby, J. Bone Min. 
Res. 3 (1988) 165-171. 
[180] C.R. Howlett, M.D.M. Evans, K.L. Wildish, J.C. Kelly, L.R. Fisher, G.W. 
Francis and D.J. Best, Clinical Materials 14 (1993) 57-64. 
[181] C.R. Howlett, H. Zreiqat, R. O'Dell, J. Noorman, P. Evans, BA. Dalton, C. 
McFarland and J.G. Steele, Mater. in Medicine 5 (1994) 715-722. 
[182] R.U. Hynes, Cell 69 (1992) 11. 
[I831 J. S. Lee, M. Kaibara, M. Iwaki, H. Sasabe, Y. Suzuki and M. Kusakabe, 
Biomaterials 14 (1993) 958-960. 
[I841 Y. Suzuki, M. Kusakabe, J.S. Lee, M. Kaibara, M. Iwaki and H. Sasabe, 
Wucl. Instrum. Meth, B 65 (1992) 142-147. 
[I851 D. Li, J. Zhao, H. Gu, M. Lu, F. Ding, H. Gu, M. Lu an Ding, Nucl. 
Instrum. Meth., B 82 (1993) 57-62. 
[186] J.K. Hirvonen, Mater. Sci, arid Eng. Al 16 (1 989), 167-175. 
[187] G. Dearnaley, Surface Eng. 2 (1986) 213-321. 
[I881 N.E.W. Hartley, Thin Solid Films 64 (1979) 177.. 
11891 A.J. Perry, Surface Eng. 3 (1987) 154-160. 
[I901 B.P. Bannon and E.E. Miid, in Titanium Alloys in Surgical Implmta, eds. 
Hugh A Luckey and Fred Kubli, Jr. (Americm Society for Testing md 
Materials, Baltimore, 1983) p.7. 
R.A. Buchanan, E.D. Rigney, Jr. and J.M. Williams, J. Biomed. Mater, Res. 
21 (1987) 367 and 355. 
J.M. Williams, R.A. Buchanan and E.D. Rigney, Jr., in Ion Plating and 
Implantation, ed. R.F. Hochman (Americam Soc. of Metals, Metals Park, OH, 
1986) P. 141. 
P. Sioshansi, R.W. Oliver, and F.D. Mathews, J. Vac, Technol. A 3 (1985) 
2670. 
N.E.W. Hartley, in Applications of Ion Beams to Materials, Inst. Phys. Conf. 
Ser. 28, ed. G. Carter, 1975, 210. 
T.J. Sommerer, E.B. Halle, K.W. Burris, and R.A. Kohser, Mater. Sci. Eng. 
69 (1985) 149. 
G. Dearnaley, F.J. Minter, P.K. Rol, A. Saint, and V. Thompson, Nucl. 
Instrum. Meth. Phys. Res. B 718 (1985) 188. 
H.G. Feller, R. Klinger, and W. Benecke, Mater. Sci. Eng. 69 (1985) 173. 
H. Dimigen, K. Kobs, R. Leutenecker, H. Ryssel, and P. Eichinger, Mater. 
Sci. Eng. 69 (1985) 181. 
Cui Fu-Zhai, Li Heng-De, and Zhang Xiao-Zhong, Nucl. Instrum. Meth. 
2091210 (1983) 881. 
S.L. Russo, P. Mazzoldi, I. Scotoni, C. Tosello, and Tosto, Appl. Phys. Lett. 
34 (1979) 629. 
J.K. Hirvonen, C.A. Carosella, R.A. Kant, I. Singer, R. Vardiman, and B.B. 
Bath, Thin Solid Films, 63 (1979) 5. 
S .  Shrivastava, R.D. Tarey, A. Jain, and K.L. Chopra, Mater. Sci. Eng. A 1 15 
(1989) 253. 
P. Huang and R.F. Hochman, Mater. Sci. Eng. A 115 (1989) 257. 
P. Ballhause, G.K. Wolf, and Chr. Weist, Mater. Sci. Eng. A 115 (1989) 273. 
I.L. Singer, R.A. Jeffries, Appl. Phys. Lett. 43 (1983) 925. 
G.K. Hubler, I.L. Singer, and C.R. Clayton, Mater. Sci. Eng. 69 (1985) 203. 
I.L. Singer, J. Vac. Technol. Al (1983) 419. 
G. Deamaley, B. James, D.J. Mazey, F.J. Minter, P.K. Rol, and V. 
Thompson, Proc. 1 lth PlanSee Conf., Reutte, 1985, Plansee Metallwerk, 627. 
R.L. Fleischer, in The Strengtheninz of Metals, ed. D. Peckner, 93 (1964), 
New York, Reinhold. 
J.D. Baird and A. Jamieson, J. Iron Steel Inst. 210 (1972) 841. 
A. Toht, T. Keszthelyi, P. Kalman, and J. Sarkozi, Mater. Sci. Eng. 65 (1984) 
223. 
G. Dearnaley, P.D. Goode, F.J. Minter, A.T. Peacock, and C.N. Waddell, J. 
Vac. Technol. A 3 (1985) 2684. 
C.J. McHargue, PS.  Sklad and C.W. White, Mucl. 1nstrum.Meth. B 46 (1990) 
79-88. 
Y. Sanada, T. Akiyama, Y. Ujihira and E. Niki, Fresenius 2. Anal. Chem., 
312 (1982) 326. 
E2151 M.T. Pham, Sensors Actuators A 7 (1992) 576-579. 
C2161 T. Ito, H. Inagaki and Igarashi, IEEE Trans. Electron Devices, ED-35 (1988) 
56. 
[217] M.T. Pham and W. Hoffmann, Sensors Actuators 5 (1984) 217-228. 
[21 81 M.T. Pham, Electroanal. Chem. 338 (1995) 17-24. 
[219] D. Möller, M.T. Pham, J. Hüller and J. Albrecht, Analytica Chimica Acta 306 
(1995) 1-4. 
C2201 T. Nomura and K. Masui, J. Electrochem. Soc. 140 (1993) 1234-1237. 
E2211 C. Donnet, H. Jaffrezic, N. Moncoffre, J. Tousset, and G, Fuchs, Nucl. 
Instrum. Meth. B 46 (1990) 89-93. 
[222] C.J. McHargue, C.W. White, B.R. Appleton, G.C. Farlow, and J.M. Williams, 
in Ion Implantation and Ion Beam Processing of Materials, eds. G.K. Hubler, 
O.W. Holland, C.R. Clayton and C.W. White, Mater. Res. Soc. Symp. Proc. 
27 (Elsevier, New York, 1984) p. 385. 
[223] T. Hioki, A. Itoh, S. Noda, H. Doi, J. Kawamoto, and 0 .  Kamagaito, Proc. 
4th Int. Conf. on Ion Beam Modification of Materials, ed. B.M. Ulrich (North- 
Holland, Amsterdam, 1985) p. 521. 
[224] S.S. Eskildsen and F. Vaagoe, Proc. 4th Nordic Symp. on Tribology, 
Lubrication, Friction and Wear, Hirtshals, Denmark, 1990, eds. J. Jacobsen, 
M. Klarskov and M. Eis, p. 183. 
C2251 A.M. Ektessabi, Nucl. Instrum. Meth. B 99 (1995) 610-613. 
[226] F.A. Smidt and G.K. Hubler, Nucl. Instrum. Meht., B 80/81 (1993) 207-216. 
[227] J.R. Conrad, Mater. Sci. Eng. A 116 (1989) 197. 
[228] J.R. Conrad, S. Bauman, R. Flemming, and G.P. Meeker, J. Appl. E'hys. 65 
(1989) 1707. 
[229] M. Madapura, J.R. Conrad, F.J. Worzala, and R.A. Dodd, Sud. Coat. 
Technol. 39/40 (1989) 587. 
[230] X. Qui, J.R. Conrad, R.A. Dodd, and F.J. Worzala, Metall. Trans. 21 A 
(1990) 1663. 
[231] K. Sridharan, J.R. Conrad, F.J. Worzala, and Dodd, Mater. Sci. Eng. i-2 128 
(1990) 259. 
12321 B.L. Garside, Mater. Sci. Eng. A 139 (1991) 207. 
[233] P B .  Totvnsend, J.C. Kelley, and N.E.W. Hartley, in Ion ~mplantation, 
Sputtering and Their Applications (Academic Press, New York, 1976). 
[234] G. Dearnaley, J.H. Freeman, R.S. Nelson, and J. Stephen, in Ion Implantation 
(North-Holland, Amsterdam, 1973). 
[235] L. Guzman, F. Giacomozzi, B. Margesin, L. Caillari, L. Fednzzi, P.M. Ossi, 
and M. Scstoni, Mater. Sci. Eng. 90 (1987) 349. 
12361 F. Marchetti, L. Fedrizzi, F. Giacomozzi, L. Guzman, and 8. Borgee, Mater. 
Sci. Eng. 69 (1985) 2S9. 
12371 W. Tian, W. Cai, J. Li, and R. Wu, Matter. Sci. Eng. A 116 (1989) 21- 
2 8 
G.K. Wolf, M. Barth and W. Ensinger, Nucl. Instrum. Meth., B 37/38 (1989) 
682-687. 
R A .  Kant, B.D. Sartwell, J. Vac. Technol. A 8 (1990) 861. 
B. Enders, S. Krauß, K. Baba, G.K. Wolf, in Proc. 4th Int. Conf. on Plasma 
Surface Engineering, Garmisch-Partenkirchen Sept. 19-23 (1 994). 
J.H. Hsieh, W. Wu, R.A. Ereck, G.R. Fenske, Y.Y. Su, and M. Marek, Surf. 
Coat. Technol. 51 (1992) 212. 
R.A. Kant and B.D. Sartwell, Mater. Sci. Eng. 90 (1987) 357. 
T. Sato, K. Ohata, N. Asahi, Y. Ono, Y. Oka, and I. Hashimoto, J. Vac. Sci. 
Technol. A 4 (1986) 784. 
W. Ensinger, A, Schroer, and G.K. Wolf, Surf. Coat. Technol. 51 (1992) 217. 
S.A. Dillich, R.A. Kant, B.D. Sartwell, J.A. Sprague, and F.A. Smidt, Trans. 
ASME, J. Tribol. 113 (1991) 214. 
S. Srivastav, A. Jain and D. Kanjilal, Nucl. Instrum. Meth. B 101 (1995) 400- 
405. 
J.M.E. Harper, J.J. Cuomo, and H.T.G. Hentzell, Appl. Phys. Lett. 43 (1983) 
547. 
J.J. Cuomo and S. Rossnagel, Nucl. Instrum. Meth. B 19/20 (1987) 963. 
M. Satou, K. Ymaguchi, Y. Andoh, Y. Sluzuki, K, Matsuda, and F. Fujimoto, 
Nucl. Instrum. Meth. B 718 (1985) 910. 
Y. Andoh, K. Ogata, Y. Suzuki, E. Kamijo, M. Satou, and F. Fujimoto, Nucl. 
Instrum. Meth. B 19/20 (1987) 787. 
Y. Chen, S. Liu, X. Liu, S. Zou, Z. Shang, C. Xu, and Y. Zheng, Sud. Coat. 
Technol. 5 1 (1992) 227. 
M. Barth, W. Ensinger, V. Hoffmann, and G.K. Wolf, Nucl. Instrum. Meth. 
B 59/60 (1991) 254. 
